ADAMS Accession no. ML23102A268

NRC FORM 591M
(04-2022)

U.S. NUCLEAR REGULATORY COMMISSION

Materials Inspection Report

1. Licensee/Location Inspected: 2. NRC/Regional Office

Providence Alaska Medical Center

3200 Providence Drive Region IV o
Anchorage, AK 99519 U. S. Nuclear Regulatory Commission
remote inspection 1600 E. Lamar Boulevard

Arlington, TX 76011-4511
Report Number(s) 2021-001

3. Docket Number(s) 4. License Number(s) 5. Date(s) of Inspection
030-13426 50-17838-01 1/31/12021-3/28/2023
LICENSEE:

The inspection was an examination of the activities conducted under your license as they relate to radiation safety and to compliance with the
Nuclear Regulatory Commission (NRC) rules and regulations and the conditions of your license. The inspection consisted of selective
examinations of procedures and representative records, interviews with personnel, and observations by the inspector. The inspection findings
are as follows:

1. Based on the inspection findings, no violations were identified.
|:| 2. Previous violation(s) closed.

|:| 3. During this inspection, certain of your activities, as described below and/or attached, were in violation of NRC requirements, and
were assessed at Severity Level 1V, in accordance with the NRC Enforcement Policy.

A. The violation(s), specifically described to you by the inspector as non-cited violations, are not being cited because they were self-
identified, non-repetitive, corrective action was or is being taken, and the remaining criteria in the NRC Enforcement Policy
were satisfied.
(Non-cited violation(s) was/were discussed involving the following requirement(s)

B. The following violation(s) is/are being cited in accordance with NRC Enforcement Policy. This form is a NOTICE OF VIOLATION,
which may be subject to posting in accordance with 10 CFR 19.11.
(Violations and Corrective Actions)

Statement of Corrective Actions

| hereby state that, within 30 days, the actions described by me to the Inspector will be taken to correct the violations identified. This statement of corrective
actions is made in accordance with the requirements of 10 CFR 2.201 (corrective steps already taken, corrective steps which will be taken, date when full
compliance will be achieved). | understand that no further written response to NRC will be required, unless specifically requested.
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LICENSEE'S
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From: Harmon, Joseph F

To: Janine Katanic

Subject: [External_Sender] RE: [EXTERNAL] NRC Inspection/ Providence Alaska Medical Center
Date: Friday, March 31, 2023 10:50:37 AM

Attachments: image001.png

Received...thank you!
Fred

Joseph F. Harmon, Jr., Ph.D., DABR

Chief Medical Physicist/Radiation Safety Officer
Providence Alaska Medical Center
0907-212-5691
Joseph.harmon@providence.or

=t= Providence

From: Janine Katanic <Janine.Katanic@nrc.gov>

Sent: Friday, March 31, 2023 7:44 AM

To: Harmon, Joseph F <Joseph.Harmon@providence.org>

Subject: [EXTERNAL] NRC Inspection/ Providence Alaska Medical Center

Caution: This email originated from outside of the Providence family of

organizations.
Do not click links or open attachments unless you recognize the sender and know the
content is safe.
If you suspect this email is phishing or a scam, use the report button in the Outlook
toolbar to report it to Providence Cybersecurity.

Fred,

Thanks for meeting with me yesterday to discuss the results of the NRC Inspection of Providence
Alaska Medical Center. As discussed, an NRC Form 591M Materials Inspection Report is attached,
indicating that no violations were identified. No hard copy will be provided. This electronic copy is
the official Agency record, so please maintain it for your records accordingly. No response to the
NRC Form 591M is required; however, | am requesting an email acknowledging receipt.

As discussed, there are 8 violations that remain open from previous NRC inspections: 2 violations
from IR 2017-001, 2 violations from IR 2018-001, and 4 violations from 2018-002. Although PAMC
corrective actions for these violations were reviewed during the inspection, it is necessary to confirm
implementation of the corrective actions and sustained compliance during the next onsite
inspection.

Please let me know if you have any questions.



Regards,
Janine

Janine F. Katanic, PhD, CHP

Senior Health Physicist

Materials Inspection Branch

Division of Radiological Safety and Security
US Nuclear Regulatory Commission
Region IV

office: 817-200-1151

email: Janine.Katanic@nrc.gov

This message is intended for the sole use of the addressee, and may contain information that is privileged, confidential and exempt from
disclosure under applicable law. If you are not the addressee you are hereby notified that you may not use, copy, disclose, or distribute to
anyone the message or any information contained in the message. If you have received this message in error, please immediately advise
the sender by reply email and delete this message.



