Report and Notification of Missing Licensed Material

Event Number: 56395

Licensee: Ascension Providence Rochester Hospital

Licensed Material: Twenty-eight Gadolinium-153 sealed sources used with Siemens
E.CAM Profile Attenuation Correction System.

SSNR: CA04065204S

Model Number: NES8426-4

. N Calibration Decayed Activity | Total Activi
Serial Number Calibration Date Activity (OSYOS /2023) y (03/08 /202%
2033077 A01-A04 09/01/2019 20 mGCi 0.50 mCij 2 mCi
2033097 A09-A12 03/01/2020 20 mCi 0.85 mCi 3.4 mCi
2161021 AQS-A12 08/01/2020 20 mCi 1.44 mCi 5.76 mCi
2161042 A09-A12 03/01/2021 20 mCi 2.42 mCi 9.68 mCi
2161061 A01-A04 09/01/2021 20 mCi 4.11 mCi 16.44 mCi
2161082 ADS-A12 03/01/2022 20 mCi 6.88 mCi 27.56 mCi
2334003 A01-A04 09/01/2022 20 mCi 11.67 mCi 46.68 mCi
111.52 mCi

Event: On March 7, 2023 the Siemens E.CAM (“E.CAM”) with the Profile Attenuation
Correction System was decommission and removed from the Licensee’s facility.

On March 3, 2023, Licensee’s Nuclear Medicine ("NM”} Tech 1 removed the sources
from the two Profile wings to verify the serial numbers prior to requesting a quote for
disposal in preparation for the removal. The sources were then returned to the Profile
system until the day the E.CAM was set to be decommissioned. NM Tech 1 was
prepared to remove the sources on March 8, 2023, however, the removal was delayed
until March 7, 2023. NM Tech 1 was not scheduled to work on March 7, 2023.

On March 7, 2023, Siemens service engineers arrived to start decommissioning the
system. NM Tech 2 believed that all the sources had been removed on March 3, 2023,
by NM Tech 1. Accordingly, NM Tech 2 signed a document stating ail radicactive
material had been removed from the Profile wings. NM Tech 2 did not know that the
sources were returned to the Profile system on March 3, 2023 after serial humber
verification.

On March 8, 2023, the contracted physicist from Medical Physics Consultants (‘MPC
physicist’) was scheduled for the quarterly review. The MPC physicist inquired as to the
location of the Gd-153 sealed sources and was told all the sources were being stored in
the hot lab. When the Gd-153 sealed sources from the E.CAM could not be located,
internal investigation revealed that the sources were not removed. It was concluded that
all of the sources were still within the Profile wings of the E.CAM.













