
 
 
 
 
July 13, 2023 

 
 
U.S. NRC Region 1 
Attention: Region 1 
DNMS LAT 
475 Allendale Road 
Suite 102 
King of Prussia, PA 19406-1415 

 
  RE:  30 Columbia Blvd. Clarksburg, WV Storage Location 
 

 
During the time gauges were in our storage location at 30 Columbia Blvd. Clarksburg, 
WV, none of the gauges have shown signs of leaking.  
 

If you have any questions or concerns, please feel free to contact me. 

Sincerely, 

THE THRASHER GROUP, INC. 
 
 

  

Austin Thrasher, 
Principal in Charge 

 



































Troxler Electronic Laboratories, Inc.
3008 Cornwallis Rd., P.O. Box 12057
Research Triangle Park, NC 27709

Tel: (877) 876-9537   Fax: (866) 391-2759
License: NC 032-0182-1

CHRIS OLIVERIO
THE THRASHER GROUP
600 White Oaks Blvd,PO BOX 940
Bridgeport,WV 26330

Cust Id: 14688

LEAK TEST CERTIFICATE

DEVICE:
Model: 3440 Serial No: 14742

LEAK TEST ANALYSIS:
Sample collected on: 08/12/2022
Sample analyzed on: 08/31/2022 Position: 82
Analyzed by: TH

This certifies that the leak test results are:

þ Less than 185 Bq (0.005 uCi) o Greater than 185 Bq (0.005 uCi)

ALPHA BETA-GAMMA
  Conversion factor (cpm/Bq) 1.72E+001 2.30E+001
  Background measurement (cpm) 0 2

  Sample measurement (cpm) 0 12

  Activity (Bq) < MDA < MDA

  Min. Detectable Activity (Bq) 1.7E-001 7.3E-001

Serial No. Measure Date Nuclide GBq mCi

47-10104 03/18/1987 Am-241:Be 1.480 40

50-3472 06/15/1987 Cs-137 0.296 8

SEALED SOURCES:

9/1/2022 5:33:58 PM
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