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July 20, 2023 
 
UNITES STATES NUCLEAR REGULATORY COMMISSION 
Region III, Materials Licensing Section 
2443 Warrenville Road, Suite 210 
Lisle, IL  60532-4352 
 
Re:  Amendment Request for License No. 13-3271901, Michiana Hematology-Oncology, P.C. 
 
We request the following amendment to our existing license: 
 
1. Remove the license material location of 1668 South US 421, Westville, Indiana 46391 
The close-out survey for this location is enclosed for your review. If you have any question about 
this close-out survery please contact Michelle Kritzman, at (734) 662-3197 or by email at 
mkritzman@mpcphysics.com  

 
 

2. Remove the following Authorized Users: 
a. Brion Shin, MD 
b. Chester Wilson, MD 
c. Joel N Cohen, MD 

 
3. Remove the Authorized Medical Physicist, Frank Godlewski, M.S  
 
 
Should you have any questions regarding this amendment requests, you may contact me at 574-
204-7847. Thank you for your time and attention to this matter. 
 
Sincerely, 
 
 

 
____________________________________ 
Johanna Hoekstra 
Director of Radiology & Radiation Oncology 
Michiana Hematology-Oncology, P.C. 
5340 Holy Cross Pkwy. 
Mishawaka, IN 46545 
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Close-out Survey Information 
 
Michiana Hematology-Oncology, P.C. 
 
Close-out Location: 
1668 South US 421 
Westville, Indiana, 46391 
 
Date performed: June 26, 2023 
 
Performed by:  Michelle Kritzman, M.S. 
 

Radionuclides Used:  
F-18 
Ir-192 
 

This address of use was used for 35.200 and 35.600 activities.   
 

Unsealed 
F-18 
 
The last day of use: 
 F-18: April 27, 2023 
 

Sealed 
Ir-192 
 
The last day of use: 
 Ir-192 HDR treatments: February 27, 2017 
 
All sealed sources for quality control purposes were removed from this location on June 13, 
2023. 
 

Instruments: 
Wipe tests analyzed with CAPTUS 3000 sodium iodide well counter with a 20-1500 keV window.  
Efficiency for this energy range is 10% and MDA is less than 200 dpm for this range.  The 
conversion factor used is 10 dpm/cpm. 
 
Survey performed with a Ludlum Model 14c End Window GM survey meter S/N 267367 calibrated 
on 08/16/2022.  Range used was 0-0.2 mR/hr. 
 
Visual Check:   
The area was checked to ensure that all radioactive waste had been removed. No evidence of 
radioactive material was noted. 
 
Radiation Level Survey:   
No area within the camera room demonstrated radiation levels in excess of the background 
reading of 0.02 mR/hr. 
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Removable Contamination:  
No area demonstrated removable contamination in excess of 192 net dpm’s. 
 
Surveys, Wipes, and Diagrams are enclosed for review. 
 
Conclusion:  No radioactive materials remain in this area. No removable contamination is present.   
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Michiana Hematology-Oncology, P.C. 
1668 South US 421 

Westville, Indiana, 46391 
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Michiana Hematology-Oncology, P.C. 

1688 South US 421, Westville, Indiana, 46391 

License #13-32719-01 

          

  Date:   6/27/2023 Performed By: Michelle Kritzman, MS 
       

  Survey Meter: Ludlum 14c Check Value: 0.6 mR/hr 

          

    net cpm   net dpm mR/h 

1 Counter 523 0 0.02 

2 Floor 546 192 0.02 

3 Floor 530 32 0.02 

4 Floor 530 32 0.02 

5 Floor 546 192 0.02 

6 Floor 523 0 0.02 

7 Floor 530 32 0.02 

8 Floor 546 192 0.02 

9 Floor 505 0 0.02 

10 Floor 523 0 0.02 

11 Floor 530 32 0.02 

12 Floor 537 102 0.02 

13 Floor 546 192 0.02 

14 Floor 518 0 0.02 

15 Floor 501 0 0.02 

16 Floor 544 172 0.02 

17 Floor 530 32 0.02 

18 Floor 544 172 0.02 

19 Floor 544 172 0.02 

20 Floor 532 52 0.02 

21 Floor 505 0 0.02 

22 Floor 523 0 0.02 

23 Floor 532 52 0.02 

24 Floor 532 52 0.02 

25 Floor 537 102 0.02 

26 Floor 544 172 0.02 

27 Floor 544 172 0.02 

28 Floor 505 0 0.02 

29 Floor 501 0 0.02 

30 Floor 518 0 0.02 

31 Floor 546 192 0.02 

32 Floor 518 0 0.02 
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33 Floor 546 192 0.02 

34 Floor 518 0 0.02 

35 Floor 501 0 0.02 

36 Floor 546 192 0.02 

37 Floor 537 102 0.02 

38 Floor 501 0 0.02 

39 Floor 505 0 0.02 

40 Floor 546 192 0.02 

41 Floor 537 102 0.02 

42 Floor 530 32 0.02 

43 Floor 546 192 0.02 

44 Floor 537 102 0.02 

45 Floor 534 72 0.02 

46 Floor 505 0 0.02 

47 Floor 530 32 0.02 

48 Floor 530 32 0.02 

49 Floor 546 192 0.02 

50 Floor 501 0 0.02 

51 Floor 518 0 0.02 

52 Floor 546 192 0.02 

53 Floor 532 52 0.02 

54 Floor 546 192 0.02 

55 Floor 546 192 0.02 

56 Floor 530 32 0.02 

57 Floor 518 0 0.02 

58 Floor 523 0 0.02 

59 Floor 532 52 0.02 

60 Counter 534 72 0.02 

61 Floor 530 32 0.02 

62 Floor 546 192 0.02 

  Background 526   0.02 

       

  ACTION LEVELS:  2000 dpm Conversion factor 10 dpm/cpm 
       

  COMMENTS: No evidence of removable contamination.   
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Martha Pavon

From: Tammy Tomczak
Sent: Thursday, July 20, 2023 12:49 PM
To: Martha Pavon
Cc: Sandy Pavon
Subject: FW: Amendment request for License No.13-3271901
Attachments: MHO_NRC_Amendment Request 14_13-3271901.pdf

Good morning, Martha and Sandy  সহ঺঻ 
 
Can you please add the aƩached to ADAMS? 
 
Thank you!! 
Tammy 
 

From: Hoekstra, Johanna H. <jhoekstra@mhopc.com>  
Sent: Thursday, July 20, 2023 12:03 PM 
To: R3-DRSSMail Resource <R3-DRSSMail.Resource@nrc.gov> 
Cc: Godin, Stacie L. <sgodin@mhopc.com> 
Subject: [External_Sender] Amendment request for License No.13-3271901 
 
U.S. Nuclear Regulatory Commission, 
 
AƩached you will find the request for amendment of License No. 13-3271901.  Should have any quesƟons or concerns, 
please contact me 574-204-7847 or our RadiaƟon Safety Officer, Stacie Godin, at 574-204-7885. 
 
Thank you, 
 
Johanna Hoekstra, CNMT, PET, RT(N) 
Director of Radiology & Radiation Oncology 
 

 
574-204-7847 
www.michianahematologyoncology.com 
 
CONFIDENTIALITY NOTICE: This e-mail, including any attachments, may contain confidential information which is 
intended only for the use of the individual(s) or entitled named. If you receive this e-mail message in error, please 
immediately notify the sender by e-mail and delete it. Dissemination, forwarding, printing or copying of this e-mail 
without prior consent of the sender is strictly prohibited. Thank you for your compliance.  


