From: Sloan Scott

To: stephen.haddock@patenergy.com
Cc: Betsy Ullrich
Subject: Request for Information-Renewal Application; License#: 37-35092-01 MC#:636979
Date: Friday, January 5, 2024 6:23:00 PM
Attachments: image001.png
image002.png

Stephen Haddock,
Please Note: This email pertains to the renewal application, not the change of control.

1. Your last response mentions Non-Routine Maintenance (NRM) on the shutter mechanism.
The provided procedures only detail the installation and removal of the gauge,

and do not detail the NRM performed on the shutter. Please provide the procedures detailing the
NRM work performed on the shutter.

MNRM includes repairs to the shutter mechanism such as the shutter handle. If the shutter handle is
damaged immediately notify the Local and Corporate Radiation Safety Officers (RSO) for guidance and
support.

NOTE: Internal repairs inside the source shield can only be performed by the manufacturer. If a source
shield is damaged it will be quarantined, evaluated and the Corporate RSO will initiate a repair
through the vendor (Berthold or it's representatives).

2. Please confirm if the NRM work performed on the shutter affects the shutter control or the
shutter on-off mechanism or both.

3. In the first response, the procedures mention training for a non-routine maintenance
authorized user.

Non-Routine Maintenance (NRM) Authorized User — Personnel conducting NRM

*  Authorized Users who will conduct NRM will be selected, trained and approved by the State
or district (local) RSO.

* The selected NRM Authorized Users will perform NRM necessary for the Company in
accordance with the license(s) and appropriate Company procedure. All NRM is to be
performed under the general supervision of the Corporate and district RSO(s).

* Specific NRM responsibilities will be outlined in the applicable procedures.

Please provide documentation and details of the training applicable to personnel who are a
Non-Routine Maintenance Authorized user. Including course contents, procedures
associated with the training, etc.

| will be available Monday morning, January the 5™, 2024 until about 12 noon EST. Please do
not hesitate to reach out at 610-337-5273 for more information. If needed, we can schedule
a phone call for more clarification on the requirements associated with NRM activities. If you
cannot reach me, please do not hesitate to reach out to Betsy Ullrich, who will be available
throughout next week.
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Thank you,

John S. Scott Jr.

Health Physicist

NRC Region I

475 Allendale Road

King of Prussia, PA, 19406
610.337.5273 (office)



