NRC FORM 591M PART 1 U.S. NUCLEAR REGULATORY COMMISSION

(04-2022)
10 CFR 2.201
SAFETY INSPECTION REPORT AND COMPLIANCE INSPECTION

1. LICENSEE/LOCATION INSPECTED 2. NRC/REGIONAL OFFICE
Charleston Area Medical Center, Inc. Redion 1

dba CAMC Cancer Center - Beckley egion
275 Dry Hill Road ‘g]ft :g'ggda'e Rd
Beckley, WV 25801 King of Prussia, PA 19406
REPORT NUMBER(s) 2024001
3. DOCKET NUMBER(S) 4. LICENSE NUMBER(S) 5. DATE(S) OF INSPECTION
030-37863 47-31304-02 02/28/2024
LICENSEE:

The inspection was an examination of the activities conducted under your license as they relate to radiation safety and to compliance with the Nuclear
Regulatory Commission (NRC ) rules and regulations and the conditions of your license. The inspection consisted of selective examinations of
procedures and representative records, interviews with personnel, and observations by the inspector. The inspection findings are as follows:

D 1. Based on the inspection findings, no violations were identified.

D 2. Previous violation(s) closed.

D 3.The violations(s), specifically described to you by the inspector as non-cited violations, are not being cited because they were self-identified,
non-repetitive, and corrective action was or is being taken, and the remaining criteria in the NRC Enforcement Policy, to exercise discretion, were
satisfied.

Non-cited violation(s) were discussed involving the following requirement(s):

IZ[ 4. During this inspection, certain of your activities, as described below and/or attached, were in violation of NRC requirements and are being

cited in accordance with the NRC Enforcement Policy. This form is a NOTICE OF VIOLATION, which may be subject to posting in accordance
with 10 CFR 19.11. (Violations and Corrective Actions)

10 CFR 20.1906(b)(1) requires that each licensee shall monitor the external surfaces of a labeled package for radioactive
contamination unless the package contains only radioactive material in the form of a gas or in special form as defined in 10
CFR 71.4.

Contrary to the above, on multiple occasions from July 21, 2022, through February 28, 2024, the licensee failed to monitor
the external surfaces of labeled packages for radioactive contamination and the package contents were not limited to only
radioactive material in the form of a gas or special form as defined in 10 CFR 71.4. Specifically, the licensee received labeled
packages containing technicium-99m and radium-223 that was neither a gas nor special form and failed to monitor the
external packages for radioactive contamination.

This was determined to be a Severity Level IV violation (NRC Enforcement Policy 6.7.d). This was corrected by the licensee
by updating its procedures to ensure future compliance - only the RSO/authorized medical physicist performed package
receipt.

Statement of Corrective Actions

| hereby state that, within 30 days, the actions described by me to the Inspector will be taken to correct the violations identified. This statement of
corrective actions is made in accordance with the requirements of 10 CFR 2.201 (corrective steps already taken, corrective steps which will be taken, date
when full compliance will be achieved). | understand that no further written response to NRC will be required, unless specifically requested.

TITLE PRINTED NAME SIGNATURE DATE
LICENSEE'S Gregory E. Madison, M.S., DABR, RSO | Electronically Signed by 6 Mar 2024
REPRESENTATIVE and AMP Gregory E. Madison ar

Jason vonEhr Digitally sign¢d by Jason E. VonEhr
NRC INSPECTOR Ja son E VO n E h r Dagte: 2<y)24?03 04 ())I9:1 5:36 -05'00'
BRANCH CHIEF Anne DeFrancisco Anne E. DeFranCiSCO Bg:a%;g;;?;] 5/-:\znsr:;oE:Oli‘elg(r)alxncisco

NRC FORM 591M PART 1 (04/2022) Page 1 of 1



From: Madison, Gregory E.

To: Jason VonEhr

Cc: Daniels, Elizabeth A.

Subject: [External_Sender] Re: [EXTERNAL] NRC Inspection - CAMC Cancer Center - Beckley
Date: Wednesday, March 6, 2024 12:42:03 PM

Attachments: Outlook-gaw5fnra.png

NRC Site Visit 2024.pdf

Please see the attached electronically sighed document. If you have any questions,
please let me know.

ﬁreg_Mad'SDr?' MS e’ Charleston Area
edical Physicist | A .

Fellow at the American College of Radiation Oncology Medical Center
American Board of Radiology, Diagnostic Physics 7 %% vandalia Health
American Board of Radiology, Therapeutic Physics

275 Dry Hill Road

Beckley, WV 25801

304-461-2249

From: Jason VonEhr <Jason.VonEhr@nrc.gov>

Sent: Monday, March 4, 2024 9:28 AM

To: Madison, Gregory E. <Gregory.Madison@vandaliahealth.org>
Subject: [EXTERNAL] NRC Inspection - CAMC Cancer Center - Beckley

You don't often get email from jason.vonehr@nrc.gov. Learn why this is important

Gregory,

Thank you for your time last week during the NRC inspection of your facilities. Consistent
with our discussion on-site, please find attached the NRC inspection report documenting
the single greater-than-minor violation regarding package receipt. As we discussed, please
review the report’s description of the violation and corrective action, as it is written based on
my understanding/perspectives. If the written product is consistent with your
understanding/perspectives, please counter-sign the 591 (either digitally or pen&ink) and
return a copy to me electronically.

If the written product is not consistent with your understanding/perspectives — please give
me a call and let us resolve the difference.

Please don’t hesitate to reach out with any questions or concerns.
Jason vonEhr

Sr. Health Physicist

Medical and Licensing Assistance Branch,

Division of Radiological Safety and Security,

U.S. Nuclear Regulatory Commission, Region |

475 Allendale Road, Suite 102

King of Prussia, PA 19406-1415


mailto:Gregory.Madison@vandaliahealth.org
mailto:Jason.VonEhr@nrc.gov
mailto:Elizabeth.Daniels@vandaliahealth.org
https://aka.ms/LearnAboutSenderIdentification
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Fellow at the American College of Radiation Oncology
American Board of Radiology, Diagnostic Physics
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275 Dry Hill Road

Beckley, WV 25801
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