
        

Irvin Stack
President
Stack Engineering
120 S. Jefferson 
P.O. Box 297
St. James, MO  65559

SUBJECT: NRC ROUTINE INSPECTION REPORT NO. 030-35548/2023001(DRSS) - STACK 
ENGINEERING

Dear Irvin Stack:

On June 15, 2023, an inspector from the U.S. Nuclear Regulatory Commission (NRC) 
conducted a routine inspection at your St. James, Missouri, business office with continued 
in-office review through March 8, 2024. Our in-office review included a review and discussions 
with the device manufacturer of your gauging device to confirm the status of the Type A 
package approval for your gauge and transportation case and the decommissioning timeliness 
requirements. 

During this inspection, the NRC staff examined activities conducted under your license related 
to public health and safety. Additionally, the staff examined your compliance with the 
Commission’s rules and regulations as well as the conditions of your license. Within these 
areas, the inspection consisted of selected examination of procedures and representative 
records, observations of activities, and interviews with personnel.

Based on the results of this inspection, the NRC has determined that one Severity Level IV 
violation of NRC requirements occurred. The violation was evaluated in accordance with the 
NRC Enforcement Policy. The current Enforcement Policy is included on the NRC's Web site at 
https://www.nrc.gov/about-nrc/regulatory/enforcement/enforce-pol.html. The violation involves 
your failure to notify the NRC, in writing, within 60 days of occurrence, that no principal activities 
under the license had been conducted for a period of 24 months as required by 10 CFR 
30.36(d). The violation is cited in the enclosed Notice of Violation (Notice) and the 
circumstances surrounding it are described in detail in the subject inspection report. The 
violation is being cited in the Notice because the violation was identified by the inspector. The 
violation is similar to one that was identified during our previous inspection on August 31, 2017, 
with continued in-office review through September 26, 2017.

You are required to respond to this letter and should follow the instructions specified in the 
enclosed Notice when preparing your response. If you have additional information that you 
believe the NRC should consider, you may provide it in your response to the Notice. The NRC 
review of your response to the Notice will also determine whether further enforcement action is 
necessary to ensure compliance with regulatory requirements.

In accordance with 10 CFR 2.390 of the NRC's "Agency Rules of Practice and Procedure," a 
copy of this letter, its enclosure(s), and your response, will be made available electronically for 
public inspection in the NRC Public Document Room or from the NRC's Agencywide 
Documents Access and Management System (ADAMS), accessible from the NRC Web site at 

March 27, 2024

https://www.nrc.gov/about-nrc/regulatory/enforcement/enforce-pol.html
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https://www.nrc.gov/reading-rm/adams.html. To the extent possible, your response should not 
include any personal privacy or proprietary, information so that it can be made available to the 
Public without redaction.

Please feel free to contact Ms. Piskura of my staff if you have any questions regarding this 
inspection. Ms. Piskura can be reached at 630-829-9867.

Sincerely, 

Rhex A. Edwards, Chief
Materials Inspection Branch 

Docket No. 030-35548
License No. 24-24708-02

Enclosures: 
1. Notice of Violation
2. Inspection Report No. 030-35548/2023001(DRSS)

cc w/encl: State of Missouri

Signed by Edwards, Rhex
 on 03/27/24

https://www.nrc.gov/reading-rm/adams.html
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Enclosure 1

NOTICE OF VIOLATION

Stack Engineering Docket No. 030-35548                    
St. James, Missouri License No. 24-24708-02                       
 
During a U.S. Nuclear Regulatory Commission (NRC) inspection conducted on June 15, 2023, 
with continued in office review through March 8, 2024, a violation of NRC requirements was 
identified. In accordance with the NRC Enforcement Policy, the violation is listed below: 

Title 10 of the Code of Federal Regulations (CFR) 30.36(d) requires, in part, that licensees 
provide notification to the NRC in writing within 60 days of any of the following occurrences:

(1) The license has expired pursuant to paragraph (a) or (b) of this section; or

(2) The licensee has decided to permanently cease principal activities, as defined in this 
part, at the entire site or in any separate building or outdoor area that contains residual 
radioactivity such that the building or outdoor area is unsuitable for release in 
accordance with NRC requirements; or

(3) No principal activities under the license have been conducted for a period of            
24 months; or

(4) No principal activities have been conducted for a period of 24 months in any separate 
building or outdoor area that contains residual radioactivity such that the building or 
outdoor area is unsuitable for release in accordance with NRC requirements.

Contrary to the above, as of June 15, 2023, the licensee failed to notify the NRC within 60 days 
after no principal activities were conducted under the license for a period of 24 months. 
Specifically, since 2019 the licensee had not used its portable moisture/density gauge for 
principal activities under the license.

This is a Severity Level IV violation (Enforcement Policy Example 6.3). 

Pursuant to the provisions of 10 CFR 2.201, Stack Engineering is hereby required to submit a 
written statement or explanation to the U.S. Nuclear Regulatory Commission, ATTN:  Document 
Control Desk, Washington, DC 20555-0001, with a copy to the Regional Administrator, Region 
III. This reply should be clearly marked as a "Reply to a Notice of Violation, IR 030-
31379/2023001(DRSS)” and should include for each violation:  (1) the reason for the violation, 
or, if contested, the basis for disputing the violation or severity level; (2) the corrective steps that 
have been taken and the results achieved; (3) the corrective steps that will be taken; and (4) the 
date when full compliance will be achieved. Your response may reference or include previous 
docketed correspondence, if the correspondence adequately addresses the required response. 
If an adequate reply is not received within the time specified in this Notice, an order or a 
Demand for Information may be issued requiring information as to why the license should not be 
modified, suspended, or revoked, or why such other action as may be proper should not be 
taken. Where good cause is shown, consideration will be given to extending the response time. 

If you contest this enforcement action, you should also provide a copy of your response, with 
the basis for your denial, to the Director, Office of Enforcement, United States Nuclear 
Regulatory Commission, Washington, DC 20555-0001.
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Your response will be made available electronically for public inspection in the NRC Public 
Document Room or in the NRC’s Agencywide Documents Access and Management System 
(ADAMS), accessible from the NRC Web site at https://www.nrc.gov/reading-rm/adams.html. 
Therefore, to the extent possible, the response should not include any personal privacy, 
proprietary, or safeguards information so that it can be made available to the Public without 
redaction.

In accordance with 10 CFR 19.11, you may be required to post this Notice within two working 
days of receipt. 

Dated this 27th day of March 2024.

https://www.nrc.gov/reading-rm/adams.html


Enclosure 2

U.S. Nuclear Regulatory Commission
Region III

Docket No. 030-35548

License No. 24-24708-02

Report No. 030-35548/2023001(DRSS) 

Licensee: Stack Engineering

Address: 120 S. Jefferson 
St. James, Missouri

Locations Inspected: 120 S. Jefferson 
St. James, Missouri

Inspection Dates: June 15, 2023, with continued in-
office review through March 8, 2024 

Exit Meeting Date: March 8, 2024

Inspector: Deborah A. Piskura, Senior Health 
Physicist

Approved By: Rhex A. Edwards, Chief
Materials Inspection Branch
Division of Radiological Safety and 
Security
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EXECUTIVE SUMMARY

Stack Engineering
NRC Inspection Report 030-35548/2023001 (DRSS)

The U.S. Nuclear Regulatory Commission (NRC) conducted a routine, announced inspection on 
June 15, 2023. The inspection was conducted to assess the adequacy of the licensee’s portable 
gauge operations authorized under its NRC license. The inspection included an in-office review 
through March 8, 2024, to discuss the licensee’s intent on using its portable gauge and the 
status of the Type A package certification for its gauge. The purpose of the inspection was to 
evaluate the licensee’s performance and compliance with NRC regulations and license 
conditions. The inspector reviewed several program areas, including security, radiation 
protection, transportation, posting and labeling, and training. At the time of this inspection, the 
licensee had not used its portable gauge for several years. 

One violation of NRC requirements was identified involving the licensee’s failure to notify the 
NRC in writing, within 60 days of occurrence, that no principal activities under the license had 
been conducted for a period of 24 months, as required by Title 10 of the Code of Federal 
Regulations (CFR) 30.36(d)(3). A similar violation of 10 CFR 30.36(d)(3) was identified during 
the last routine inspection conducted in 2017. 
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REPORT DETAILS

1 Program Overview and Inspection History

Stack Engineering was authorized under NRC Materials License No. 24-24708-02 to use 
portable moisture/density gauges containing cesium-137 and americium-241 sealed 
sources for measuring physical properties of construction materials. The licensee was 
authorized to use its portable gauges at temporary job sites anywhere in the United 
States where the NRC maintains jurisdiction. The licensee possessed one Troxler model 
3411 B portable moisture/density gauge. The licensee’s owner/radiation safety officer 
served as the only trained gauge user who had completed gauge user training. The 
licensee did not perform any service or maintenance activities on its gauge; these 
activities were performed by an authorized service provider. The licensee had not used 
its gauge for several years. 

The NRC conducted a routine inspection on August 31, 2017, with continued in-office
review through September 26, 2017. Two Severity Level IV violations were identified 
during the inspection involving failures to: (1) use a minimum of two independent 
physical controls that form tangible barriers to secure portable gauges from unauthorized 
removal, whenever portable gauges are not under the control and constant surveillance 
of the licensee, as required by Title 10 of the Code of Federal Regulations (CFR) 
30.34(i); and (2) notify the NRC in writing, within 60 days of occurrence, that no principal 
activities under the license had been conducted for a period of 24 months, as required 
by 10 CFR 30.36(d)(3). The previous routine inspection of this licensee was conducted 
on June 5, 2012; no violations of NRC requirements were identified.

2 Status of the Licensee’s Principal Activities

2.1 Inspection Scope

The inspector interviewed the licensee owner/radiation safety officer, reviewed select 
records, and toured the licensee’s facility.

2.2 Observations and Findings

Discussions with the licensee’s owner/radiation safety officer revealed that the company 
had not used its portable gauge for principal activities authorized under the NRC license 
for several years. According to the licensee’s records, the gauge was serviced, and leak 
tested in October 2019.
 
In approximately 2022, the gauge manufacturer, Troxler Electronic Laboratories, Inc. 
elected not to renew the Type A package certification as outlined in the Department of 
Transportation (DOT) regulations for several gauge models, including the 3411.  At that 
time, Troxler stated that they had applied to DOT for a special permit allowing its 
customers the one-time shipment of the 3411 gauge for disposal. At the time of the     
on-site inspection, the inspector informed the licensee of the status of the Type A 
package certification for its Troxler model 3411B gauge and that the licensee may be 
required to transfer this gauge to the manufacturer for disposal. The licensee committed 
to contact the device manufacturer on the Type A package certification but did not 
respond to the inspector’s post on-site inspection follow up e-mail communications. In 
the meantime, Troxler revisited the status of its package certification; a new Type A 
package certification for the licensee’s Troxler model 3411B gauge had been authorized 
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for the licensee’s continued use and transport of this gauge. In follow up discussions on 
March 7 and 8, 2024, the licensee stated that it did not wish to pursue disposal or 
transfer of its gauge. The licensee could not anticipate any future use of its gauge.

 
Title 10 of the Code of Federal Regulations 30.36(d) requires, in part that licensees 
provide notification to the NRC in writing within 60 days of any of the following 
occurrences: (1) The license has expired pursuant to paragraph (a) or (b) of this section; 
or (2) The licensee has decided to permanently cease principal activities, as defined in 
this part, at the entire site or in any separate building or outdoor area that contains 
residual radioactivity such that the building or outdoor area is unsuitable for release in 
accordance with NRC requirements; or (3) No principal activities under the license have 
been conducted for a period of 24 months; or (4) No principal activities have been 
conducted for a period of 24 months in any separate building or outdoor area that 
contains residual radioactivity such that the building or outdoor area is unsuitable for 
release in accordance with NRC requirements.

Contrary to the above as of June 15, 2023, the licensee failed to notify the NRC within 
60 days after no principal activities were conducted under the license for a period of     
24 months. Specifically, since 2019, the licensee had not used its portable 
moisture/density gauge for principal activities under the license. The licensee’s failure to 
notify the NRC within 60 days after no principal activities were conducted under the 
license for a period of 24 months is a violation of 10 CFR 30.36(d). A similar violation of 
10 CFR 30.36(d) was identified during the 2017 inspection. Therefore, the violation 
identified during the 2017 inspection remained “open” and is considered a repeat 
violation of NRC requirements.

2.3 Conclusions

One violation of NRC requirements was identified during this inspection involving the 
licensee’s failure to notify the NRC within 60 days after no principal activities were 
conducted under the license for a period of 24 months as required by 10 CFR 30.36(d). 
A similar violation of this requirement was identified during the 2017 inspection.  

3 Other Areas Inspected

3.1 Inspection Scope 

The inspector observed licensed activities, interviewed licensee personnel, and reviewed 
selected records concerning the use and security of licensed materials, and other 
aspects of the radiation safety program. The inspector performed confirmatory surveys in 
areas of radioactive materials use and in public areas using a Thermo Scientific Model 
RadEye G survey instrument (Serial No. 30649), calibration date May 9, 2023. 

3.2 Observations and Findings

The inspector observed that the Troxler Model 3411B gauge was stored in a locked 
storage area within the licensee’s St. James, Missouri facility. The gauge was secured 
with two tangible barriers in compliance with 10 CFR 30.34(i) requirements. The gauge 
remained in the same storage location as authorized by the license, unused for several 
years. According to the licensee’s records, the last leak tests of the gauge was 
conducted in 2019. This gauge will require leak testing prior to being used or transferred 
to another licensed entity.
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No temporary job site was available at the time of the inspection. The RSO 
demonstrated the transport and use of the gauge and described gauge security and 
emergency procedures for the gauge. Interviews with the RSO indicated sufficient 
knowledge of radiation safety procedures and policies.

The inspector performed surveys outside of the door to the room where an occupant of 
the building (considered a member of the public) would likely stand. The maximum 
radiation exposure rate was measured as 0.01 mR/hr at the door to the gauge storage 
room. 

Although the licensee did not possess a survey instrument, the RSO stated that he could 
obtain a loaner instrument from another licensee.

3.3 Conclusions

Based on record reviews, interviews with personnel, and the observations described 
above, the inspector determined that no violations of NRC requirements were identified.

4 Exit Meeting Summary

The NRC inspector presented the preliminary inspection findings following the onsite 
inspection on June 15, 2023. A final telephone exit conference was held on March 8, 
2024. The licensee did not identify any documents or processes reviewed by the 
inspector as proprietary. The licensee acknowledged the findings presented. 

LIST OF PERSONNEL CONTACTED

#Irvin “Corky” Stack, P.E., President/Owner, Radiation Safety Officer

Robyn Myers, Radiation Safety Officer, Troxler Electronic Laboratories, Inc.

#Attended the on-site exit meeting on June 15, 2023, and the exit telephone conference on 
March 8, 2024

 
INSPECTION PROCEDURES USED

IP 87139, “Portable Nuclear Gauge Programs”


