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1.  Licensee/Location Inspected:

 
Cardinal Health 414, LLC 
7736 Zionsville Rd. 
Indianapolis, IN

Report Number(s) 2025-001

2.  NRC/Regional Office

Region III 
U. S. Nuclear Regulatory Commission 
2056 Westings Avenue, Suite 400 
Naperville, IL  60563-2657

3.  Docket Number(s)

030-39293
4.  License Number(s)

34-32780-05
5.  Date(s) of Inspection

04/25/2025

LICENSEE:
The inspection was an examination of the activities conducted under your license as they relate to radiation safety and to compliance with the 
Nuclear Regulatory Commission (NRC) rules and regulations and the conditions of your license. The inspection consisted of selective 
examinations of procedures and representative records, interviews with personnel, and observations by the inspector. The inspection findings 
are as follows:

1.  Based on the inspection findings, no violations were identified.✔

2.  Previous violation(s) closed.

3.  During this inspection, certain of your activities, as described below and/or attached, were in violation of NRC requirements, and 
     were assessed at Severity Level IV, in accordance with the NRC Enforcement Policy.

B.  The following violation(s) is/are being cited in accordance with NRC Enforcement Policy. This form is a NOTICE OF VIOLATION, 
      which may be subject to posting in accordance with 10 CFR 19.11. 
      (Violations and Corrective Actions)

Statement of Corrective Actions
I hereby state that, within 30 days, the actions described by me to the Inspector will be taken to correct the violations identified.  This statement of corrective 
actions is made in accordance with the requirements of 10 CFR 2.201 (corrective steps already taken, corrective steps which will be taken, date when full 
compliance will be achieved).  I understand that no further written response to NRC will be required, unless specifically requested.

A.  The violation(s), specifically described to you by the inspector as non-cited violations, are not being cited because they were self- 
      identified, non-repetitive, corrective action was or is being taken, and the remaining criteria in the NRC Enforcement Policy 
      were satisfied. 
      (Non-cited violation(s) was/were discussed involving the following requirement(s)
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1.  Licensee Name:

Cardinal Health 414, LLC
2.  Docket Number(s):

030-39293
3.  License Number(s)

34-32780-05

4.  Report Number(s):

2025-001
5.  Date(s) of Inspection:

04/25/2025
6.  Inspector(s):

Mary Casto - Health Physicist
7.  Program Code(s):

02511
8.  Priority:

5
9.  Inspection Guidance Used:

IP 87125, 87127
10.  Licensee Contact Name(s):

Michael Stoner - Director, 
Nuclear Manufacturing

11.  Licensee E-mail Address:

michael.stoner@cardinalhealth.com

12.  Licensee Telephone Number(s):

317-981-4091

13.  Inspection Type: Initial

Routine✔ Announced

Non-Routine Unannounced✔

14.  Locations Inspected: Hybrid 

Main Office✔ Field Office 

Temporary Job Site Remote 

15.  Next Inspection Date (MM/DD/YYYY):

4/25/2030 Normal✔

Reduced

Extended

No change

16.  Location(s) Inspected List:
7736 Zionsville Rd., Indianapolis, IN 46268

17.  Scope and Observations:

This Cardinal facility had two main processes. The first was taking lutetium-177 (Lu-177) and creating a lutetium 
tagged radiopharmaceutical. The second was creating actinium-225 (Ac-225) for medical trials. Active production in 
the facility began mid-2024. The corporate radiation safety officer (RSO) oversaw the program with help from an 
assistant RSO on location. The licensee also had health physics staff supporting the radiation safety program and 
working with production technicians to complete routine activities such as wipes and surveys. The license had 60 
employees that covered first and second shifts Monday - Friday.  
The inspector toured the production facility and performed independent confirmatory surveys. The inspector 
interviewed the site manager and a health physicist about material receipt, transportation of material through the 
facility, safety and ALARA practices in production rooms, packaging, and shipping. The inspector interviewed the site 
director, a health physicist, and the corporate director of health physics about audits. Corporate auditors conducted 
audits twice a year. Audits covered all aspects of the radiation safety program, findings related to NRC and the 
licensee's requirements were recorded, and corrective actions documents. The inspector reviewed audits and no 
items of noncompliance related to NRC requirements were identified. The inspector reviewed spill reports. Licensee 
staff described adequate procedures to clean up spills and determine if spills were reportable. No reportable spills 
had occurred since the reactive inspection (2024001). The licensee also conducted monthly and biweekly audits with 
facility staff. Each audit has assigned portions of the radiation safety program and rotate through before the next 
corporate audit. The inspector reviewed a sample of these audits. The inspector reviewed dosimetry for 2024 and 
2025 and discussed readings with the health physicist. Some individuals received higher doses in 2024 due to 
production build-out and testing procedures. The highest EDEX dose from 2024 was 1.122 rem and the highest SDE 
(extremity) dose was 25.967 rem. The inspector also reviewed liquid and air effluent documentation. 
No violations of NRC requirements were identified as a result of this inspection.

Signature and Date - Branch Chief

Digitally signed by RHEX EDWARDS 
Date: 2025.05.20 07:40:45 -05'00'


