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Good afternoon Mr. Craffey; this e-mail is to fulfill the written report follow-up for Event # 57756

On June 11th, 2025, at 11:04 am EST, During regular daily operation of Cleveland Cliffs Dearborn Works HDGL entry pass line two total thickness gauge, it
was discovered that the shutter would not move to the closed position.  Our electrical supervisor went to the area to assess the issue and identified that
there was nothing within our scope that they could do to address the failure.  They then notified the site RSO at 12:23 pm EST and contacted Thermos
Fisher to come on-site for troubleshooting and repair of the unit.  The RSO Contacted the NRC of the Failure at 2:20 pm EST

No employees were exposed at any time during this event due to the gauge's location during operation and the danger tape and Danger signage installed in
the area when the gauge was moved offline during the Thermo Fisher inspection and repair.

On June 12th , 2025, Thermo Fisher came on-site for an inspection of the unit.  It was identified that the magnetic coil position holding the shutter flag when
it de-energized needed to be adjusted.  Adjustments to position were made, and the shutter was returned to working condition as designed.  

The probable cause of the failure was due to the vibration of the equipment during operation.  The adjustment and tightening of the component have
eliminated the occurrence.

Equipment information along with 1st Semi-Annual 2025 Radiological Safety Services information (Performed on April 09, 2025, by AM Health & Safety)

The NRC was notified by phone that the event conditions had been resolved, followed by an E-mail to HOO1@nrc.gov.  another E-mail was sent to
Region 3 at RidsRgn3MailCenter@nrc.gov at Thu 6/12/2025 2:05 PM to notify them of the event and its closure.

At no time was any Employee exposed during this event.

Please let me know if you need any other information from me about this event.         

Wayne Langdon
Safety Specialist, RSO.
m 313.244.7419  
Wayne.langdon@clevelandcliffs.com

CLEVELAND-CLIFFS INC.
Dearborn Works           
4001 Miller Road, Dearborn, MI 48120
(313) 317-8900  clevelandcliffs.com
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Good afternoon Wayne,
 
This acknowledges receipt of your correspondence dated June 16, 2025, providing a written report
of a thickness gauge shutter at your facility in Dearborn, Michigan, that could not be moved to
closed position during routine testing on June 11, 2025. The U.S. Nuclear Regulatory Commission
(NRC) has reviewed your report, in which you provided a description of the event, material involved,
confirmation that no employees were exposed as a result, and corrective actions taken, and has no
further questions or concerns at this time.
 
In accordance with the NRC’s “Rules of Practice” in Title 10 of the Code of Federal Regulations
Section 2.390, a copy of this correspondence will be available electronically for public inspection in
the NRC’s Public Document Room or in the NRC’s Agencywide Documents Access and Management
System (ADAMS), accessible from the NRC’s website at https://www.nrc.gov/reading-rm/adams.html
 
Please feel free to contact me if you have any questions or would like to provide any additional
information regarding this event. Thank you!
 

Ryan Craffey
Senior Health Physicist
US Nuclear Regulatory Commission
Materials Inspection Branch, Region III
(630) 829-9655 
 
Docket No. 030-31548
License No. 21-26151-01
EN 57756 (closed)
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