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Carmeuse Shutter Failure 

1.) Kiln 1 was down for repairs and I was locking out all equipment necessary to enter 
the kiln. I was closing the shutter on my Berthold, CO-60 point source (device model 
LB 7444) and I was not getting confirmation on the PLC that the source was being 
shielded. On my PLC we have a beam that is visible and if that beam is broken that 
means material or the shield has interrupted the beam. At this point phone calls to 
Applied Health Physics and the USNRC were made within 24 hours of me 
discovering this issue.  

2.) Location is Kiln 1 Cooler 
3.) Co-60, activity 150 mCi, sealed source on a fixed gauge 
4.) 11/04/2025 1425 
5.) A new fixed gauge was installed by Applied Health Physics on 12/15. The beam on 

the PLC is still showing but the shield has been confirmed to be closed. Pictures 
attached. Working with Berthold to determine the issue with the electronics. 

6.) No radiation exposure 
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