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January 29, 1970
,

.u
.

United States Atomic Energy Commission
Division of Licensing and Regulations
Washington, D.C.

At1'n: Mr. Frank Davis
,

~

Gentlemen:,

TW s is a re(uest for approval of a proposed modification on the
co'; alt teletherapy source. heads Model numbers 5900 and 590E j

manufactured by the Picker X-Ray Manufacturing Division of the )
Picker Corporation.

., ,
"

This proposed modification wbuld add a third shutter-actuated |

switch (No. 59) which would start the trea'tment timer when the
leadgng edge of the source reaches the first edge of the port' (142 from fully closed). This assures that the timer is activated

*

as soon as there is any significent radiation. The existing
switch (No. 10) on'the source.open side of the cycle vill
continue to extinguish the greentlight when the shutter is
fully open. The wiring diagram ET61B-590 enclosed herewith has
been revised to include the proposed changes.

The attached drawing B-T60A-Sh7 depicts a revised shutter rotor
stop and seal wire which would be used when shipping the source-.

heads when loaded with a Cobalt 60 source. This revision was
,. necessitated because the additional switch covers one of the

. mounting holes for the present shutter rotor stop.

Your attention to this matter will be very much appreciated.

,
Sincerely yours,

,

.

. fkh
Robert h'. Arndt
Manager, Isotope Operation
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/ g b6A '9'Mr. Dan Howell -

United States Atomic Energy Commission --

Isotope Branch 5.,t . . , i,"#-%'

Division of Licensing & Regulation '/, ~ ~*%
'
'

Washington 25, D, C. ,,,

Dear Sir:

After our telephone conversation of this morning, Ilooked up my
January 21st letter and noted that I had sent you the specifications on
the C8M/80 Cat. 6223 & A units as well as the typical room layout for

I am however enclosing the new brochure on the unit. js am e.

The uranium part for our new Cat. 590D has not been received as yet,
so the head has not been fabricated. As soon as cornpleted, we will
send the necessary fins.1 head survey information as well as the final
uranium weight.

Regarding the licensing for the C-6000 special for the V. A. in Dallas,
Texas, we did establish that the unit is our Cat. 6204 (Special) with
590A (Special) head and that it requires a license amendment for posses-
sion and use of 52 pounds of depleted uranium. We also indicated that if
and when we installed a full 6000 REM source in a Cat. 590A (Special)
head we would make a complete radiation survey. The V. A. order ca.11s
for a 5000 RHM source.

Sincerely yours,

PICKER X-RAY CORPORATION
Waite Mfg. Div. , Inc.

( &c et & J ' y- ,.- w
*

Edward Slagle, Manage r
Isotope Development Department
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